Introduction
The investigation of microvascular skin blood flow has become an important tool for the evaluation of vascular abnormalities in several diseases such as diabetes, hypertension, dyslipidemia, insulin resistance, rheumatoid arthritis, and sclerodermia. [1] [2] [3] [4] [5] [6] [7] [8] In diabetes mellitus, peripheral vascular dysfunction was shown to predict a wide range of micro-and macrovascular complications, and the assessment of skin microvascular blood flow is widely used for the measurement of microvascular function. In addition to plethysmography, laser Doppler fluxmetry has become an established tool for the investigation of microvascular function in patients with diabetes mellitus, and numerous techniques have been developed to investigate endothelial-dependent or -independent vascular function. [8] [9] [10] [11] However, questions remain surrounding the validity and reproducibility of data obtained from laser Doppler techniques.
Lightguide tissue spectrophotometry, in combination with simultaneous registration of skin microvascular blood flow using laser Doppler fluxmetry, is a relatively new approach allowing direct conclusions about the relevance of microcirculatory disturbances on tissue nutrition. 12, 13 We investigated the reproducibility of microlightguide spectrophotometry (O2C) at the upper limb in nondiabetic and diabetic subjects during the postischemic reactive hyperemia response (PRH) .
Subjects and Methods
Twenty nondiabetic subjects (10 male, 10 female; age 46.6 ± 14.8 years; mean ± SD) and 20 diabetic patients (10 male, 10 female; 2 type 1, 18 type 2; age 59.4 ± 8.4 years, duration of diabetes 9.8 ± 3.0 years; hemoglobin A1c 7.6 ± 0.4%) without major micro-or macrovascular complications participated in the evaluation of a new device for simultaneous measurement of microvascular blood flow and tissue oxygenation in the skin. Studies were performed twice in each patient by two investigators in a quiet and temperature-controlled room at 22-25°C. The subjects rested at least 30 minutes before the investigation and remained in a recumbent position until the end of the investigation.
Micro-lightguide Spectrophotometer (O2C)
The optical method used for measuring relative blood flow by laser Doppler, hemoglobin amount, and hemoglobin oxygenation has been described in detail elsewhere. 14 In brief, the micro-lightguide spectrophotometer O2C (Oxygen to See; LEA Medizintechnik, Giessen, Germany) transmits continuous laser light (830 nm and 30 mW) and white light (20 W, 500-800 nm, 1 nm resolution) to the tissue where it is scattered and collected at the skin surface. The collected light is split into its spectral components by a charge-coupled device array and is converted into an electrical signal. The laser Doppler shift is detected, and the product of moving erythrocytes and the time velocity of each erythrocyte are used for the calculation of the relative blood flow (LDF).
White light is used for the detection of oxygen saturation (SO 2 ) and relative amount of hemoglobin (rHb). The tissue hemoglobin value is determined by the amount of light absorbed by the tissue. This measurement represents a hemoglobin concentration per tissue volume and is independent of vessel density, vessel lumen, and hemoglobin quantity in the blood. 12 The change in color of the reflected light is due to a wavelength-dependent absorption of the applied white light and can be used for the calculation of the oxygen saturation of hemoglobin. Adjustment of the distance between the application of the light and the detection of the reflected light allows for detection in different tissues.
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In our study, a skin probe (LF 2, LEA Medizintechnik, Giessen, Germany) was placed on the thenar surface of the left hand in between the phalanx of the thumb and the metatarsal of Dig II directly adjacent to the abductor pollicis (Figure 1) . LDF, rHb, and SO 2 measurements were performed in two different penetration depths at 2 mm as a measure of skin blood flow and oxygenation and at 8 mm as a measure of superficial muscle blood flow and oxygenation. Via a cuff on the upper arm, a suprasystolic occlusion was induced for 4 minutes; after release of the cuff the maximum blood flow was calculated as a measure for the PRH.
Statistical Analysis
Results are expressed as mean ± standard error of the mean. Differences between groups were analyzed by the Mann-Whitney U test. A p value < 0.05 was considered statistically significant. Spearman rank correlation and linear regression analysis were performed to assess the consistency of repeated measurements, and the coefficient of variation (CV) was calculated to assess the reliability and reproducibility of the LDF and SO 2 measurements. 
Results
As shown in Table 1 , baseline microvascular blood flow (bLDF), the postischemic response, the relative amount of hemoglobin, and oxygen saturation were significantly higher in the muscle layer compared with the superficial skin layer (p < 0.0001, respectively). Neither at the superficial skin layer nor at the deeper layer of the muscle could a significant difference be observed in bLDF, PRH, rHb, or SO 2 between the diabetic patients and the nondiabetic control group.
The correlation between repeated measurements for LDF, PRH, and SO 2 for both subject groups at the superficial tissue layer is illustrated in Figure 2 and for the measurements in the muscle tissue layer in Figure 3 . Although the correlation for SO 2 measurements was somewhat weaker compared with microcirculatory measurements (bLDF, PRH), a highly significant correlation could be observed for all measurements at both tissue layers.
As shown for the total subject group, a significant correlation for the repeated measurements of bLDF, PRH, and SO 2 was also found in the nondiabetic and the diabetic subgroup analysis ( Table 2) . Again the strongest reproducibility could be found for PRH, while a weaker correlation was observed for bLDF and SO 2 readings. Skin and muscle baseline LDF readings were found with a high CV in both detection layers, whereas PRH and SO 2 measurements were found with a convenient CV around 10% and SO 2 measurements in between 15 and 25%.
Discussion
The measurement of skin microcirculatory blood flow has become a valuable tool for the investigation of microvascular function in patients with diabetes mellitus. In these patients, changes in skin microcirculation have been found to occur many years prior to symptoms of microvascular disease in other tissues. 16 Postocclusive reactive hyperemia at the forearm is a commonly used model for studying microvascular reactivity and microvascular endothelial function, and periodic assessment of the postocclusive-reactive hyperemia response across a treatment period has been suggested as an important prognostic marker of microvascular function.
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Lightguide tissue spectrophotometry, a combination of laser Doppler fluxmetry and tissue spectrometry, is a relatively new approach for the simultaneous evaluation of skin microvascular blood flow and skin oxygenation. In previous investigations, this technique was used for the quantification of tissue ischemia in the diabetic foot and to demonstrate the effect of postural changes in patients with chronic venous insufficiency.
12, 18 The purpose of this study was to establish the reproducibility of the microcirculatory and oxygenation measurements using this technology in the skin of the lower forearm in a diabetic and a nondiabetic population. Our study revealed a proper intraindividual reproducibility of all measuring parameters observed in our investigation. In accordance with previous studies, baseline LDF readings without stimulation of microvascular blood flow were found with a noticeable inter-and intraindividual variability.
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Physiologic regulation of cutaneous microvascular function is a complex process regulated by the influence of environmental temperature, emotional state of the patient, autonomic nerve function, and several local and systemic cofactors. Therefore, several test procedures have been developed for the investigation of skin microvascular blood flow. Postocclusive reactive hyperemia is an established technique for the measurement of microvascular function, which predominately represents endothelial function. In our study the PRH was found with a remarkable strong reproducibility in the superficial skin layer as well as in the subcutaneous muscle layer. This finding is in agreement with a previous study, where the maximal increase in skin microvascular blood flow was the most robust parameter for the measurement of postischemic reactive hyperemia. 19 No difference in the reproducibility of this measure could be observed between nondiabetic and diabetic subjects.
Measurement of skin oxygenation is an important tool for the estimation of microvascular tissue nutrition and is often used for the judgement of vascular function in the lower limb. The technique of combined measurement of laser Doppler fluxmetry and lightguide tissue spectrophotometry allows simultaneous measurement of microvascular skin blood flow and skin oxygenation using one skin probe, which can be attached to any conceivable anatomical side of the body. Although the investigation of SO 2 revealed a somewhat higher CV compared to the PRH, our study confirmed SO 2 measurements using lightguide spectrophotometry as a robust tool for the investigation of tissue nutrition. Parallel measurement of both microvascular blood flow and tissue oxygenation in one detection probe allows for a much more comprehensive judgment of microvascular physiology and might improve our understanding of the importance of microvascular dysfunction in the development of tissue breakdown. In addition, parallel detection in different tissue layers will allow a differentiated judgment of tissue microcirculation in skin tissue and the underlying muscle tissue.
It seems noteworthy that no significant difference in the observed microcirculatory parameters was found between diabetic and nondiabetic subjects. The reason for this unexpected observation might be that our study population was without any history of microvascular complications. Subsequent studies are necessary to evaluate the diagnostic value of this method in diabetic patients with peripheral neuropathy or recent ischemic foot ulcerations or to investigate the effect of different treatment modalities on skin perfusion and tissue nutrition.
In conclusion, the O2C spectrophotometer is a new promising and reliable tool for simultaneous evaluation of microvascular skin blood flow and oxygenation. The use of this new technology will enable new insights into the physiology of tissue nutrition and the pathophysiology of tissue breakdown associated with distinct systemic diseases such as diabetes mellitus. 
